Growing concern over a possible shortage of disposable N95 filtering face piece respirators (N95FFRs) in the event of widespread outbreak of airborne transmitted infectious disease has drawn the attention of health care workers (HCW) and local, state, and federal public health officials. Current guidance for treating patients with an infectious disease involves frequently discarding N95FFRs, resulting in rapid depletion of existing supplies. To address this concern, the Department of Health and Human Services (DHHS) asked the Institute of Medicine (IOM) to conduct an analysis of the potential reuse of disposable N95FFR and N95 respirator/surgical masks. During this analysis, the IOM found that the demand for N95 respirators by the health care sector alone could be over 90 million for a 42-day influenza pandemic outbreak.[@bib1] This analysis was consistent with the observation at Sunnybrook Hospital in Toronto, Canada, where 18,000 N95FFRs were used daily during the 2003 severe acute respiratory syndrome outbreak.[@bib2] Current respirator manufacturing techniques and practices make it difficult to increase production to meet unexpected demand. In the case of a global event, it may be difficult to transport resources to the location with the greatest need. Thus, there is an overarching need for solutions to a probable shortage of N95FFRs.

Two potential solutions have been identified to possibly abate this demand: (1) reuse (via FFR decontamination or surgical mask overlay) and (2) stockpiling. There are advantages and disadvantages to both choices; however, stockpiling is preferred by many because of the uncertainty associated with potential reuse of an N95FFR. The government of France began stockpiling 685 million N95FFRs for its HCWs.[@bib3] The US Strategic National Stockpile currently includes 100 million N95FFRs for distribution mainly to HCWs in the event of a national emergency.[@bib4]

One concern with stockpiling N95FFRs is whether prolonged storage affects filtration performance. The National Institute for Occupation Safety and Health (NIOSH) requires filter testing as part of the respirator certification process. Most N95FFRs sold commercially in the last decade use electret filter media. Electret or electrostatic filter media are produced by imparting a static electric charge on split polypropylene fibers to enhance their capture efficiency via coulombic attraction and polarizing forces.[@bib5] Electret filter media are designed to improve the filter collection efficiency of submicrometer particles, without an increase in breathing resistance (pressure drop). Respirators utilizing electret filter media can generally be made lighter in weight and more compact than those composed of purely mechanical filter media.[@bib6] A drawback to electret filter media is that, if the electrostatic charge is lost or removed, filtration efficiency for submicrometer particles degrades significantly. However, significantly degraded electret media can still achieve excellent filtration performance when tested against common workplace aerosols, which are nearly always larger than the aerosol size range used in the NIOSH certification test.[@bib7]

Certain chemical and physical processes are known to degrade the laboratory filtration performance of N95FFRs employing electret filter media. The degradation of electret filter media using organic solvents has been widely reported in the literature.[@bib8], [@bib9], [@bib10], [@bib11] In general, studies have shown that organic solvents (eg, ethanol and isopropyl alcohol) when applied in liquid form cause significant change to the laboratory filtration performance of respirators containing electret filter media.[@bib12], [@bib13] Likewise, physical processes including gamma radiation,[@bib14] heat,[@bib11] and x-ray radiation[@bib14], [@bib15] are known to degrade electret filter media. However, other chemical and physical processes such as simulated decontamination using tap water, ultraviolet radiation, or hydrogen peroxide (vaporized and liquid forms) caused no statistically significant change to electret filter performance.[@bib11] Moreover, other studies have found that dipping N95FFRs in water for 15 seconds had only a minimal effect on filtration performance.[@bib12] Although Ackley[@bib16] has characterized the degradation of electrostatic media at elevated temperatures (up to 65°C) and humidity (up to 90% relative humidity), the effects of these extreme conditions have only been studied for relatively short durations of time.

Early studies of electret filters have reported life expectancies (retained their electrostatic charge and capture efficiencies) of over a year, even at high temperatures and humidity levels.[@bib17], [@bib18] In another more recent study of nonwoven polypropylene electret filter media, the effect of relative humidity on charge decay and lifetime was reported by Motyl and Lowkis.[@bib19] Those authors found that conditioning samples at higher humidity influences the lifetime of the electret fiber. For the 2 polypropylene filters studied, lifetimes between 1 year and 2.3 years were predicted based on models developed using thermally stimulated equivalent surface voltage data. However, the effect of longer storage time (several years or more) on commercially available FFRs has not been reported in the literature.

The Occupational Safety and Health Administration (OSHA) Respiratory Protection Standard specifies in 29 CFR 1910.134(h)(2)(i) that respirators must be stored to protect them against physical damage, contamination, dust, extreme temperatures, excessive moisture, sunlight, and damaging chemicals.[@bib20] However, the OSHA standard does not specify a requirement for storage duration (ie, a maximum shelf life). Currently, there is no stated shelf life or use-before-date for NIOSH-approved FFRs provided they are stored undamaged in their original packaging at normal room temperature (15°C to 27°C). Manufacturers may provide users with specific shelf-life guidance on their products, and some manufacturers offer expiration dates, which are also based on time testing. One manufacturer provided information to its customers that they currently test respirator performance after storage for up to 3 years (Letter from 3M Occupational Health and Safety Division, 2006). They further added, "Internal testing results show respirators stored in their original packaging (as if for sale) at normal room temperature (15°C to 27°C) still meet NIOSH 42 CFR 84 performance specifications after 3 years of storage."

Because stockpiling is a recent phenomenon (most workplaces use just-in-time inventory and keep only as many as they need on hand), the effect of prolonged storage on filtration performance of N95FFRs has not raised much attention. The goal of this article is to report the filtration performance of commercially available N95FFRs stored for 6 to 10 years to determine whether there was a significant change in their filtration characteristics as well as to discuss the implications of these results for N95FFR stockpile administrators. This information will also be useful for policy makers in public health, infection control, and pandemic planning until a more formal aging study can be completed.

Methods {#sec2}
=======

Respirators {#sec2.1}
-----------

Twenty-one different models of N95 particulate filtering face piece respirators were purchased for use in previous NIOSH respirator research projects. These respirators were randomly selected from the pool of commercially available respirators at the time of those studies. Unused respirators from these projects were stored together for at least 6 years in dry warehouse facilities or for short periods of time in research laboratories (to account for the short time periods that the FFRs were not being stored in the warehouse facilities), ranging in temperature between 15°C and 32°C and relative humidity between 20% and 80%. The warehouse was heated but not air-conditioned. All respirators were stored in the original packaging and within cardboard boxes used for shipment. Purchase records were used to determine the purchase dates. If purchase records were not available, the purchase date was determined by the date of the NIOSH project. If the size of the respirator was not available from the purchase records, respirator packaging, or respirator labeling, it was labeled as "one-size-fits-all." [Table 1](#tbl1){ref-type="table"} provides the characteristics of the respirators, dates stamped on the original packaging, and the approximate dates of purchase.Table 1Description of N95FFRsManufacturerModelSizeDescriptionDating on packageEstimated purchase dateTecnolPFR95-210RegularFlat foldNo datepre-May-2001[∗](#tblfn1){ref-type="table-fn"}Gerson2737One size fits allCupNo datepre-June-1997[∗](#tblfn1){ref-type="table-fn"}Willson1410N95One size fits allCupJan-99January-1999WillsonN9501MMediumCupNo datepre-May-2001[∗](#tblfn1){ref-type="table-fn"}WillsonN9510MMediumCupNo dateFebruary-2000AOSafety50257Medium/largeFold pleatsNo dateFebruary-19993M8210One size fits allCupNo dateMarch-1999Moldex2207N95Alternate shapeCupExp. 12 2000January-19993M8212One size fits allCupNo dateDecember-1999Moldex2300N95Medium/largeCupNo dateJanuary-19993M8512One size fits allCupNo dateDecember-1999San HueiSH3810One size fits allCupMfgr. 1997 01 2000 01pre-May-2001[∗](#tblfn1){ref-type="table-fn"}WillsonN9520FSSmallFlat foldNo dateFebruary-2000North7175N95One size fits allCupNo dateFebruary-1999US SafetyADN95One size fits allCupNo dateMay-2002Survivair1930LargeFlat foldNo datepre-June-1997[∗](#tblfn1){ref-type="table-fn"}Moldex2700N95Medium/largeCupExp. 7 2002December-1999MagidKR795One size fits allCupNo dateJune-2001MSAAffinity ProMediumCupNo datepre-May-2001[∗](#tblfn1){ref-type="table-fn"}SellstromEcon-Air-NCOne size fits allCupMfgr. 06 1999Exp. 06 2002June-2001DraegerPiccolaOne size fits allFlat foldExp. 06 2004June-2001[^1]

Equipment {#sec2.2}
---------

A TSI Model 8130 Automated Filter Tester (AFT) (TSI, Inc., St. Paul, MN) was used to a measure filter resistance (pressure drop in mm H~2~O column height pressure) and percent filter penetration. The TSI 8130 AFT delivers a solid polydisperse sodium chloride (NaCl) aerosol that meets the particle size distribution criteria set forth in 42 CFR 84 Subpart K, Section 84.181 for NIOSH certification.[@bib21] Filter resistance is measured using a combination of a flowmeter and 2 electronic pressure transducers that measure the pressure drop through the filter or filter media under test. The AFT uses a metal tube with an internal orifice. The flow passes upward through the flowmeter, and the pressure difference across the orifice is measured with the pressure transducers. The pressure difference is converted to flowrate using a calibration data curve.

The NaCl aerosol has a count median diameter of 0.075 ± 0.020 μm and a geometric standard deviation not exceeding 1.86 and was charge neutralized to the Boltzmann equilibrium state. The TSI 8130 uses a photometer to measure the flux of light scattering from aerosol particles. This method is based on the fact that the flux of scattered light is proportional to mass squared or particle diameter raised to the sixth power when the diameter is smaller than the wavelength of the coincident light.[@bib22] All polydisperse aerosol tests were conducted at room temperature with a continuous airflow of 85 ± 2 L/min in accordance with all of the NIOSH certification criteria for challenging N-series filters.[@bib21], [@bib23]

Particle penetration through the N95FFR was determined using a cubic Plexiglas box (20 × 20 × 10 cm^3^) placed between the filter chucks (sample holding flange mechanism on the AFT). The top and bottom removable 3.2-mm aluminum plates (20 × 20 cm) of the Plexiglas box had a circular hole (25 cm^2^) in the center of each plate. The N95FFR was placed on the bottom plate with its concave side facing the hole. The periphery of the N95FFR was sealed to the bottom plate with melted beeswax. The bottom plate with the N95FFR was placed under the Plexiglas box just above the downstream side of the filter holder so that the convex side of the N95FFR was facing the aerosol upstream side of the filter holder followed by the addition of the top plate. The Plexiglas box containing the N95FFR was then placed between the 2 chucks of the filter holder and aligned vertically to keep the holes of the Plexiglas box centered with respect to the filter chucks. Airtight sealing was maintained using continuous and precisely cut gasket material between the plates and the box, a minimum of vacuum grease (lubricant and pore filler), and the pressure created by closing the filter chucks.

Data collection procedures {#sec2.3}
--------------------------

Sixty-three N95FFRs from 21 different models were tested to measure percent filter penetration and filter resistance using the TSI 8130 AFT. Prior to filtration efficiency testing, all N95FFR samples were environmentally preconditioned in accordance with the requirements of the NIOSH 42 CFR 84 particulate respirator certification protocol; samples were taken out of their original packaging and placed in a preconditioning chamber at 85% ± 5% relative humidity and 38°C ± 2.5°C for 25 ± 1 hours.[@bib21], [@bib23]

Polydisperse NaCl aerosol loading tests were performed with the TSI 8130 AFT until it was determined that a maximum penetration value was obtained. This test typically takes approximately 90 to 100 minutes to load 200 mg of NaCl aerosol onto the respirator. The initial penetration value (which is measured at approximately the first minute of the loading test), the maximum penetration value, and the filter resistance of the N95FFR were recorded. Three replicate N95FFR samples from each of the 21 models were tested by this procedure. Data collection was conducted June 2007 through December 2007. The filter test methods used in this study differ slightly from the methods used in NIOSH certification and audit testing. Three samples per model were tested instead of 20, as is required by 42 CFR 84.181.[@bib21] In addition, the reported resistance values were obtained from the TSI 8130 AFT. These values should not be considered identical to inhalation resistance values obtained during NIOSH certification testing because those inhalation measurements are performed on separate calibrated test equipment.[@bib21]

Statistical analysis {#sec2.4}
--------------------

For each of the 21 respirator models tested (n = 3 for each model), the mean and standard deviation were calculated using Microsoft Excel software (Microsoft Corp, Redmond, WA) for the following parameters: (1) filter resistance at maximum penetration (mm H~2~O), (2) initial penetration (%), and (3) maximum penetration (%). To analyze the penetrations after prolonged storage, we categorized each of the 21 average penetration values as either passing or failing versus the targeted 5% NIOSH certification maximum allowable penetration level.[@bib21]

Results {#sec3}
=======

Filter penetration and resistance results are presented in [Table 2](#tbl2){ref-type="table"} . Mean initial penetration values ranged from 0.39% to 5.83%, and mean maximum penetration valued ranged from 0.95% to 5.83%. The standard deviations ranged from 0.02% to 1.95% and 0.02% to 1.97% for initial and maximum penetration, respectively. Of the 21 NIOSH-certified N95 respirator models tested in this study, 19 models had both average initial and maximum penetration results measured with the TSI 8130 AFT of less than 5%.[@bib21] The maximum penetration level allowed by NIOSH for N95 certification using the 42 CFR 84 test requirement is 5%. The Gerson Model 2737 (Louis M. Gerson, Middleboro, MA) and Magid Model KR795 (Magid Glove and Safety Manufacturing, Chicago, IL) each had 2 of 3 samples that did not pass the NIOSH certification requirement using the filter test method used here. However, for each of these 2 models, the means of the initial and maximum penetrations are only slightly higher than 5% (Gerson: both mean initial and mean maximum penetration = 5.83%; Magid: mean initial penetration = 5.44% and mean maximum penetration = 5.59%). Mean filter resistance at maximum penetration was also obtained. All of the filter resistance levels measured using the AFT were within the NIOSH certification requirements of ≤35 mm water column height pressure (mm H~2~O).[@bib21] Values ranged from a low of 7.40 mm H~2~O (Survivair Model 1930; Sperian Respiratory Protection, Santa Clara, CA) to 30.07 mm H~2~O (Willson Model 1410N95; Willson Dalloz Safety Products, Santa Clara, CA).Table 2TSI 8130 AFT means and standard deviations for resistance and penetration for 21 N95FFRs following prolonged storage[∗](#tblfn2){ref-type="table-fn"}Resistance at maximum penetration (mm H~2~O)Initial penetration (%)Maximum penetration (%)ManufacturerModelMeanSDMeanSDMeanSDTecnolPFR95-2109.701.250.940.141.050.17Gerson273710.430.645.83[†](#tblfn3){ref-type="table-fn"}1.055.83[†](#tblfn3){ref-type="table-fn"}1.05Willson1410N9530.073.762.910.722.940.75WillsonN9501M11.170.381.530.391.560.41WillsonN9510M11.201.280.950.270.950.27AOSafety5025712.370.801.240.191.250.193M821012.230.060.650.052.150.19Moldex2207N958.670.153.850.723.880.723M821217.132.311.190.982.391.46Moldex2300N9511.431.294.000.374.000.373M851222.032.830.390.110.980.46San HueiSH381016.901.111.820.392.360.47WillsonN9520FS16.300.460.770.401.010.26North7175N9512.630.153.940.093.940.09US SafetyADN9520.800.522.121.102.241.32Survivair19307.400.101.410.131.410.13Moldex2700N9514.030.491.840.021.840.02MagidKR79512.130.235.44[†](#tblfn3){ref-type="table-fn"}1.955.59[†](#tblfn3){ref-type="table-fn"}1.97MSAAffinity Pro11.100.531.260.301.260.30SellstromEcon-Air-NC11.070.382.810.492.840.49DraegerPiccola10.500.793.280.513.280.51[^2][^3][^4]

Discussion {#sec4}
==========

Nineteen of the 21 models had initial penetration levels less than 5%. The filtration test used in this investigation, similar to the NIOSH certification test, is performed under a "worst-case" set of conditions (eg, high flow rate, charge neutralized particles). That said, the 2 models of N95FFRs (Gerson Model 2737 and Magid Model KR795) that failed the test by less than 1% are still likely to achieve good filtration performance against common workplace aerosols, similar to previous results reported on degraded electret filter media.[@bib7], [@bib15]

There did not appear to be any relationship between the length of storage and failure to pass the initial penetration test. One of the products (Gerson 2737) with an average penetration level greater than 5% was stored ∼10 years, whereas the other product (Magid KR795) was stored ∼6 years. The only other respirator model stored ∼10 years (Survivair 1930) had very good filtration performance (1.41%) for both initial and maximum penetration. The 2 products with lowest mean maximum penetration values were 3M 8512 (0.98%) and Willson N9510M (0.95%); both had been stored ∼7 years. Considering that (1) all N95FFRs were stored in their original packaging and within cardboard boxes used for shipment and (2) all N95FFRs experienced similar environmental storage conditions (temperature and humidity levels), the degree of filtration efficiency degradation is likely model specific.

It is also interesting to compare the results for initial and maximum penetration. As shown in [Table 2](#tbl2){ref-type="table"}, the average initial penetration values are identical to the average maximum penetration for 8 of 21 respirators (38%). Furthermore, the average maximum penetration was 10% greater than average initial penetration in only 6 cases (28.6%). Thus, initial penetration can be used to assess the status of stored respirators, without resorting to the more complicated and time intensive (90-100 minutes) maximum penetration test, which requires loading the respirator with 200 mg sodium chloride aerosol.

This investigation was not designed to be a typical aging study; hence, true "before-and-after" comparisons are not presented. The length of time each respirator was stored varied between 6 and 10 years. The average length of storage was 7.3 years for the 21 models in this study. No data are available on the initial or maximum penetration for these products at the time they were purchased. Because all were NIOSH-certified respirators, the authors assumed that all of the products passed NIOSH performance criteria when they were purchased. This was a sample of "convenience"; as such, the authors decided to take advantage of the fact that these stored respirators may offer some useful information to stockpile administrators about the potential longevity of N95FFRs until there is an opportunity to conduct a more formal aging investigation. Thus, it was not possible to do a true "before-and-after" analysis (eg, using a paired *t* test) to ascertain any statistically significant changes in filtration efficiency. This is a limitation of the study. Further research is needed to understand better the mechanisms and storage conditions that cause filtration efficiency degradation over prolonged storage periods.

Another limitation of the study is the fact that only 21 randomly selected respirator models were analyzed, and this only represents a small subset of the more than 300 commercially available NIOSH-certified N95FFRs. Those N95FFRs not evaluated in this study may include respirators that would have tested worse than or superior to all or any of the ones that were evaluated. Additionally, respirator manufacturers are continually changing, improving, and redesigning their products to continue to meet NIOSH certification performance standards while, at times, keeping the same model numbers. It must be noted that 42 CFR 84 requires all changes and modifications to respirators be examined by NIOSH to determine whether testing is required (42 CFR 84.35). Furthermore, if necessary, NIOSH will retest any modification that can affect performance.[@bib21] Therefore, the N95FFRs analyzed in this study may or may not be representative of models currently on the market today.

Although results from this study show that nearly all (19 of 21 models \[90.5%\]) maintained filtration efficiency below 5%, respirator stockpile administrators should consider contacting respirator manufacturers to inquire whether specific storage time limitations are recommended for their products. Administrators should also consider periodic (perhaps annual) evaluation (eg, obtain initial penetration data) of representative samples from their stockpile to ensure that their N95FFRs maintain expected filtration efficiencies after several years of storage. It should also be noted that only filter penetration and filter resistance were measured in this study and that other considerations, such as conditions of straps or strap attachments, may affect the successful fit and use of an N95FFR.

Conclusion {#sec5}
==========

Overall, results from this study indicate that most N95FFRs stored for up to 10 years in warehouse and laboratory conditions, similar to those of this study, will likely maintain their filtration performance following storage. Of the 21 N95 respirator models tested, only 2 models had mean initial and mean maximum penetration results slightly greater (\<1%) above the NIOSH certification criterion of ≤5% for N95 class filters. Considering that all N95FFRs were stored in their original packaging and experienced similar environmental storage conditions, with only the exception of storage duration, observations of penetration values above 5% were likely model specific.
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[^1]: Purchase date based on the NIOSH project when purchase records were not available.

[^2]: *SD*, standard deviation.

[^3]: N95 respirators were loaded with NaCl aerosol until their maximum penetration was observed.

[^4]: Values exceed the 5% NIOSH certification penetration criterion for N95FFR.
